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Project Details
AIM  To determine if the incubation time used in the antibody screen can be 
decreased when using newer technologies such as:
◦ Column Agglutination Technologies (CAT)
◦ Solid Phase Red Cell Adherence (SPRCA) Method

Sub‐Aim 1.1  Testing of commercially available quality control (QC) samples

Sub‐Aim 1.2  Testing of patient samples



Project Details
Sub‐Aim 1.1  Testing of commercially available quality control (QC) samples

Methodology:
◦ Antibody screens were performed on 12 samples containing clinically significant antibodies 
◦ Incubation times of 1, 5, 10, and 15 minutes
◦ Three Systems:
◦ Bio‐Rad Gel CAT system 
◦ Ortho Diagnostics Glass CAT system
◦ Immulab SPRCA system

◦ Titrations were performed on the QC samples
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Antibody Screen of Different Titred Antibody Samples with Different 
Incubation Times Using Bio‐Rad Cards

Anti‐D 32 Plasma Anti‐C 16 Plasma Anti‐E 64 Plasma Anti‐c` 8 Plasma Anti‐K 4 Plasma

Anti‐Fya 4 Plasma Anti‐Fyb 32 Plasma Anti‐Jka 8 Plasma Anti‐Jkb 32 Plasma Anti‐M 8 Plasma

Anti‐S 2 Plasma Anti‐s` 64 Plasma CUT‐OFF



0

1

2

3

4

‐ 15 Minutes 10 Minutes 5 Minutes 1 Minute ‐

Re
ac
tio

n 
G
ra
de

Incubation Time

Antibody Screen of Different Titred Antibody Samples with Different 
Incubation Times Using Ortho Cards 

Anti‐D 32 Plasma Anti‐C 16 Plasma Anti‐E 64 Plasma Anti‐c` 8 Plasma Anti‐K 4 Plasma

Anti‐Fya 8 Plasma Anti‐Fyb 64 Plasma Anti‐Jka 8 Plasma Anti‐Jkb 32 Plasma Anti‐M 8 Plasma

Anti‐S 2 Plasma Anti‐s` 64 Plasma CUT‐OFF
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Antibody Screen of Different Titred Antibody Samples with Different Incubation Times 
Using the Echo

Anti‐D 32 Plasma Anti‐C 16 Plasma Anti‐E 64 Plasma Anti‐c` 8 Plasma Anti‐K 4 Plasma Anti‐Fya 8 Plasma Anti‐Fyb 64 Plasma

Anti‐Jka 8 Plasma Anti‐Jkb 32 Plasma Anti‐M 8 Plasma Anti‐S 2 Plasma Anti‐s` 64 Plasma CUT‐OFF



Project Details
Sub‐Aim 1.2  Testing of patient samples

Methodology:
◦ Titrations were performed on all samples containing known antibody
◦ Antibody screens were performed using the CAT and SPRCA methods with the 
shortest incubation time determined from Aim 1.1

Bio‐Rad Gel CAT  Ortho Glass CAT Immulab SPRCA Echo

15 Minutes 10 Minutes 5 Minutes



Sensitivity of Antibody Screening Methods 
using Revised Incubation Periods

Antibody Specificity
Number of 
Samples

Gel Bead CAT
15 Minutes

Glass Bead CAT
10 Minutes

SPRCA
5 Minutes

D 6 6 (100%) 6 (100%) 6 (100%)
C 1 1 (100%) 1 (100%) 1 (100%)
E 16 16 (100%) 15 (93.75%) 16 (100%)
c 3 3 (100%) 3 (100%) 3 (100%)
K 18 15 (83.33%) 18 (100%) 17 (94.44%)
Fya 9 9 (100%) 9 (100%) 9 (100%)
Jka 9 9 (100%) 9 (100%) 9 (100%)
M 7 6 (85.71%) 7 (100%) 2* (28.57%)
Lea 8 0 (0%) 8 (100%) 0* (0%)

Multiple Antibodies 23 23 (100%) 23 (100%) 23 (100%)
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Antibody Screen of Different Neat Antibody Samples with Different 
Incubation Times Using Bio‐Rad Cards

Anti‐D Neat Plasma Anti‐C Neat Plasma Anti‐E Neat Plasma Anti‐c` Neat Plasma Anti‐K Neat Plasma

Anti‐Fya Neat Plasma Anti‐Fyb 8 Plasma Anti‐Jka Neat Plasma Anti‐Jkb Neat Plasma Anti‐M Neat Plasma

Anti‐S Neat Plasma Anti‐s` 8 Plasma CUT‐OFF
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Antibody Screen of Different Neat Antibody Samples with Different 
Incubation Times Using Ortho Cards 

Anti‐D Neat Plasma Anti‐C Neat Plasma Anti‐E Neat Plasma Anti‐c` Neat Plasma Anti‐K Neat Plasma
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Antibody Screen of Different Neat Antibody Samples with Different 
Incubation Times Using the Echo

Anti‐D Neat Plasma Anti‐C Neat Plasma Anti‐E Neat Plasma Anti‐c` Neat Plasma Anti‐K Neat Plasma

Anti‐Fya Neat Plasma Anti‐Fyb 8 Plasma Anti‐Jka Neat Plasma Anti‐Jkb Neat Plasma Anti‐M Neat Plasma

Anti‐S Neat Plasma Anti‐s` 8 Plasma CUT‐OFF


